CDMAM phantoms are widely used in the Europe to assess the performance of mammography systems utilising small size and low contrast disc details. However, the assessment of CDMAM images by human observers is slow and tedious. An automated method for scoring CDMAM images (CDCOM) is widely available to address this issue. We have developed an alternative automated scoring tool to score CDMAM images, Quantitative Assessment System (QAS), for similarly removing inter-and intra-observer variability. This provides additional valuable information about the contrast and SNR of each gold disc within the image. The QAS scores CDMAM phantom images using a scanning algorithm. QAS scoring results were compared with human observers and with CDCOM. It was found that QAS was comparable with human observers in scoring, whereas CDCOM consistently scored a higher number of discs correctly in CDMAM images compared with QAS and human observers.
INTRODUCTION
Performance assessment of mammography systems is a well documented and well understood area, utilising image quality metrics such as MTF (modulation transfer function), NNPS (normalised noise power spectrum) and DQE (Detected Quantum Efficiency). [1] [2] [3] These metrics provide a widely accepted method of characterising the physical performance of detector systems. However, they do not generally include other parts of the imaging chain (e.g. scatter rejection and geometric blurring) or the role of the human observer. The relationship between physical and the psychophysical performance characteristic of the mammographic imaging chain has been investigated in detail but the link to diagnostic performance remains uncertain.
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Contrast detail measurements provide a means of assessment of the imaging chain that has a dependence on human observer performance. The CDMAM test phantom is used to evaluate contrast detail performance, using a 205 square cell grid with two gold discs within each cell: one in the centre, and one randomly located in one of the four corner quadrants. The discs vary in gold thickness (from 0.03μm to 2.00μm) and diameter (from 0.06mm to 2.00mm) along the rows and columns, respectively. In human reading, the task of the observer is to correctly identify the location of the eccentric disc within each cell. This is a time-consuming task, and has inter-and intra-observer variability in scoring. Therefore, an alternative assessment approach is to use an automated scoring tool known as CDCOM. 6 However, the exact methodology adopted within the CDCOM framework and further information on the Signal-to-Noise Ratio (SNR) and Contrast-Noise Ratio (CNR) of the detected discs is not available to the user. This has motivated the development of an in-house automated scoring software tool (Quantitative Assessment System, QAS) to provide additional information on the discs as these are assessed. From this additional information, data such as SNR and contrast properties of the system can be obtained for further analysis. In this work we present details regarding the contrast degradation of the discs due to detector blurring using data obtained from the QAS tool.
METHODOLOGY
The task of an automated CDMAM scoring system is to locate the discs within each cell of the CDMAM image. This was divided into two major processing steps:
1. A pre-processing stage, for extraction of grid lines and intersections of the CDMAM image, in order to locate each cell;
2. Implementation of a disc detector algorithm within each quadrant
Pre-processing
The CDMAM image may contain bright areas outside the phantom image which need to be removed before processing, therefore the image is cropped. In order to account for variations in the manufacture of the cells within the CDMAM phantom, search templates need to be correctly aligned for each image being assessed. The CDMAM image was binarised using a Canny edge detector to find the edges of the grid. This searches for the local maxima of the gradient in the image, calculated using a derivative of a Gaussian filter. It uses two thresholds, to detect strong and weak edges, and includes weak edges in the output only if they are connected to the strong edges. The image resolution was reduced by a factor of 2 to speed up processing for a Hough transform to be applied, in order to extract the binarised grid lines from the edge image. Coordinates of the intersection of the lines were then calculated as illustrated in Figure 1 (a). The intersections were grouped in a vertical fashion to define the four corners of each of the 205 cells, ready for the implementation of the disc detector algorithm.
Implementation of a disc detector algorithm
Search areas were created and applied to each cell within the grid structure using the intersection information found in the pre-processing stage. The corner search areas were located at a pre-defined position from the centre of the cell, assuming the central disc is at this point. The pre-defined position was assumed to be approximately one third of the distance between the central discs of two adjacent cells as illustrated in Figure  1 (b). These search areas were cropped by 85% to ensure that the finite thickness of the grid lines did not interfere with the disc detection process. Five search areas were defined per cell as shown in Figure 2 and the disc detector algorithm was then applied to each.
Search areas were further eroded to twice the diameter of the disc of interest, with an exception for the smallest discs which may appear in the image as only one pixel in diameter. The search area for the smallest discs (less than 0.20mm in diameter) were eroded to 5 times the disc diameter. A circular region, the disc template, equal to the known size of the gold disc in the cell was scanned across the search area, using single pixel steps. The average pixel value within this disc template was calculated. Ideally, signal intensity and contrast should be maximal when the disc is correctly located within the search window.
For each of the decision criteria: maximum contrast and signal, along with its similarity in its signal and contrast to the central disc; a vote is cast upon which corner the algorithm believes the eccentric disc to be in. The vote system, based on the above four criteria, makes a decision on the location of the eccentric disc within each cell.
EXPERIMENT
There are two objectives in our experiment: first, to compare the performance of QAS to current methods of scoring the CDMAM phantom; second, to use QAS to assess the contrast data of individual discs in experimentally acquired images and compare the results with those simulated. 
CDMAM Simulation
CDMAM phantom image simulation has been carried out as part of a wider project to simulate digital mammography systems based on image quality metrics. 7 In brief, the process for image simulation of a CDMAM phantom involved creation of two images: a blurred resampled image and a noise image.
The blurred template image was initially produced using a thresholded version of a CDMAM phantom aforementioned. Pixel values were assigned to the background and foreground details as expected for a specific dose. This idealised image was modified to include the residual heel effect bias before the system's presampled MTF was applied and the image was resampled to the final pixel size. In addition, as the CDMAM phantom image is acquired with the CDMAM phantom at a known distance above the detector face, there is geometric blurring of the image acquired. This was incorporated into the image simulation chain by applying a geometric blurring MTF.
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A noise image was created through the use of the experimental NNPS data and applied to a Gaussian noise field. To account for non-uniform variance across the image due to structural and geometric variations on photon statistics across the detector face, a variance map was sampled and applied to the noise image.
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The resulting noise image was is incorporated into the simulated CDMAM phantom image on a pixel-bypixel basis using an empirically measured mean-variance relationship from the system to be simulated. Thus allowing for simulation of images at different doses.
Contrast Detail Scoring
The QAS tool was compared to human observer scoring, as well as the CDCOM scoring for a set of 8 experimentally acquired images for an a-Se system (Hologic Selenia) at one setting (55mAs, 32kVp Molybde-num/Rhodium target/filter material). The scoring results were processed as outlined by previous authors [10] [11] [12] to produce contrast-detail curves. Young et al 11, 12 outlines a method to adjust automated scoring to predict human observer readings. However, for this work, all results were left unmodified, human and automated, thus only 'raw' results were compared for all contrast-detail curves.
The proportion of discs correctly located in each cell was determined from averages from a number of CDMAM phantom images and used to create contrast detail curves. A model fit 10 was applied to the data, that describes probability of detection p(d) of an object of diameter d as a function of its signal contrast C = log(1 − e −µd) in the form of a psychometric curve:
where f is fitted parameter. Curves are fitted to the data using a least squares procedure.
CDCOM and QAS scoring results were further compared for two systems: a CsI phosphor system (GE Essential) and an a-Se system (Hologic Selenia) for a range of doses. Eight images were experimentally acquired for both systems at each dose, keeping the tube voltage the same whilst altering the tube currenttime product.
It is straightforward to estimate the theoretical radiographic contrast of a given thickness of gold in the CDMAM test object configuration for a specific beam quality. However, the contrast measured in images of the discs are also affected by noise, scatter and the detector characteristics, so that there will be discrepancies between radiographic and measured contrasts. In addition, there may be slight variation in the actual thickness of the discs due to manufacturing tolerances, which make it difficult to know the correct expected contrast for each disc. Therefore, we used the MTFs for different systems to incorporate appropriate blurring in idealised (simulated) CDMAM images with discs of known contrasts 7 to assess the accuracy of contrast measurements. These images were created without noise applied to assess the contrast of the discs more effectively.
Extracting Contrast Data
Contrast data from the correctly located discs in the 8 CDMAM images were collated from the QAS tool and used in the calculation of disc contrast degradation factors 8 for different digital mammography systems. The contrast degradation factor (CDF) was calculated as a ratio of the contrast of the disc before and after blurring had been applied:
For experimental images, C expected was calculated theoretically for X-ray spectra with specific beam qualities (kVp, target/filter material) passing through specific gold thicknesses, and the other phantom materials. This did not take account of scatter or noise within the image, and an expected discrepancy in contrast of up to 10% was expected and verified with measurements from the experimental CDMAM images for large discs. For simulated images, C expected was used as an input with a contrast-thickness relationship 7 and the contrast measured again after blurring with the MTF was applied. QAS measures contrast from each disc using the disc template described in section 2.2. Four further ROIs were extracted from the surrounding area to measure the local background pixel value. The contrast was then calculated using:
It would be expected that the contrast measured for differing disc diameters would deteriorate more rapidly for a system with poorer MTF, than that with 'improved' MTF properties. We have currently characterised two types of detectors: amorphous selenium (Hologic Selenia) and CsI phosphor (GE Essential). However, we can apply more general MTF curves to investigate this further. Creating theoretical MTF curves as in 
Saunders and Samei
13 provides us with a range of MTF curves, that approximate empirically measured CR MTF, with which to test this idea. The MTF model is based on that given by Burgess:
erf c is the complimentary error function, u is the absolute value of spatial frequency. u o is an adjustable parameter representing the frequency at which the calculated MTF value is 0.5. α is also an adjustable parameter representing the slope of the curve. Two curves were derived with the Burgess model using parameters [α = 0.8 u o = 1.25] (MTF 1)and [α = 0.9 u o = 1.80] (MTF2) and are illustrated in Figure 3 , with reference to the other experimental MTFs used (Hologic and GE Essential). The spatial frequency at MTF value of 0.5 for the empirically measured systems, in comparison, are found in Eight CDMAM images with slight rotation of up to 2 degrees have been created using the experimentally acquired MTFs applied, without noise, to compare with the experimentally acquired CDMAM images. A further three CDMAM images were simulated using 29kVp Molybdenum/Rhodium target/filter material for all MTF curves, theoretical and experimental, using a small rotation of up to 2 degrees each. Figure 4 shows the QAS tool's contrast-detail curves compared with that of a human observer and with CDCOM. QAS appears to provide better scoring than the human observers. The difference between the Figure 4 for QAS and human observers reduces for the larger discs. CDCOM provides consistently higher scoring of discs than QAS. This may be due to CDCOM calculating in a pre-processing step the position of the gold discs in relation to the grid, thus allowing for a much smaller search area. Table 2 shows the fitted detected threshold gold thickness for all the scoring methods applied to the same set of 8 images. It can be seen that QAS provides a lower threshold of scoring than human observers, whereas the CDCOM can provide scoring up to disc thickness thresholds of approximately a factor of 2 smaller than QAS. Table 2 . Comparison of fitted detection thresholds for differing scoring methods. All scoring is based on the same set of experimentally acquired images from the Hologic Selenia system at 55mAs,32kVp Molybdenum/Rhodium target/filter material. Figure 5 compares the scoring of the Hologic Selenia system for 3 different settings (22mAs, 55mAs and 110mAs at 32kVp Molybdenum/Rhodium) using QAS and CDCOM. Figure 6 compares the scoring of the GE Essential system for 4 different settings (14mAs, 28mAs, 52mAs and 110mAs at 29kVp Molybde-num/Rhodium) using QAS and CDCOM. CDF curves for measurement of discs in experimental and simulated CDMAM images are displayed in Figure 7 for two systems. The CDF is approximately equal to unity for large discs and begins to deteriorate rapidly for the smaller discs due to the effect of blurring. Measurements for experimental and simulated images resulted in very similar CDF curves. In both cases, the GE Essential system deteriorates at a larger disc diameter than the Hologic Selenia system, as can be expected since the Hologic Selenia has an improved MTF for all spatial frequencies compared with the GE Essential system (Figure 3) . The CDF curve for the Hologic Selenia system begins to deteriorate rapidly, from a CDF value of 0.8, at approximately 0.31-0.40mm for both simulated and experimental data. In comparison, the CDF curve for the GE Essential system begins In addition to the experimentally acquired contrasts, we compare the contrasts for the MTF curves derived from the Burgess model for comparison. As can be seen in Figure 7 , for the systems with poorer MTF, the contrast deteriorates at larger discs than the those with improved MTFs. Table 3 shows the CDF results displayed in Figure 8 . As in Figure 7 , the CDF rapidly deteriorates after a CDF value of 0.8. For the Hologic system this occurs at disc diameters between 0.31-0.40mm. This occurs at a disc diameter of less than 0.63mm for the GE Essential, at 0.80mm for theoretical MTF 1, and the CDF for the theoretical MTF 2 rapidly deteriorates from 0.63mm. Figure 4 showed that the QAS had a lower threshold of detection when compared with human observer scores for the smaller details. QAS had improved threshold of detection for the larger discs compared with human observers. The QAS was compared with CDCOM on the same images; threshold scoring for the CDCOM was of lower disc thickness compared with QAS in Figure 4 . In all cases, the QAS appeared to have difficulty detecting the larger, lower contrast discs. This appears as a lifting in the tail of the contrast detail curves in Figures 4, 5 and 6. CDCOM scores consistently for different doses, evident from the evenly spaced parallel curves in Figures 5(a) and 6(a) . The QAS results also display this dose-dependency in its contrast-detail curves. However, there seems to be more variability in its results, which may suggest that QAS requires more images in order to offer reliable readings.
RESULTS

DISCUSSION
The simulated CDMAM images were created to compare the effect of blurring with known input contrast and measurements were carried out without noise and scatter effects. The contrasts of the discs were obtained from the correctly detected discs and averaged. CDF curves for the experimental and simulated data provided similar results. For the Hologic Selenia system, the simulated data provided a very similar contrast degradation to that measured for the experimental images with an average discrepancy of approximately 15%. Both fitted curves pass through a CDF of 0.8, at approximately 0.31-0.40mm disc diameter for the Hologic Selenia system, whereas for the GE Essential it is at a disc diameter less than 0.63mm. Other discrepancies between measurements on experimental and simulated images may be due to very minor inaccuracies in the manufacturing of the gold discs, changing the expected contrast. In addition, although QAS may have detected the correct location of the disc within the cell, upon closer inspection, there was a slight discrepancy between the expected location of the disc template and the actual location due to the search area available to it. Thus there may be further discrepancies in its measurement of the contrast. For the smaller discs this lead to a lower contrast than expected. The theoretical MTF curves, both poorer than the experimental MTF curves, lead to the deterioration of the CDF curve at much larger diameters, approximately 0.80mm disc diameter for theoretical MTF 1 and 0.63mm for the theoretical MTF 2. Although the theoretical MTF 2 has a slightly poorer MTF than GE Essential, the finer pixel size has reduced the contrast degradation effect.
This work has developed a new automated CDMAM scoring tool which can contribute data towards signal to noise optimisation of digital mammography systems. QAS provides improved scoring in relation to human observers, with further refinements needed in order to be comparable with CDCOM. The main advantage of QAS is that specific data of the correctly detected discs can be extracted for use in image quality experiments, such as the contrast measurements acquired from the QAS tool. These have shown that CDF measurements are indicative of the detector MTFs, illustrating the physical consequence of such blurring effects.
